MISSOURT DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOIL: PROGRAM RECE’VED

INTOX EC/IR II MAINTENANCE REPORT ByCarolDayat137pm Jul 09, 2015 #3

Completa_ this report at the time of the regular monthly preventive MainLendnce Trecr oo excesa— s
days}. Complete this report whenever the instrument is serviced or repaired and whenever it is placed
into service. Retain the original and send a copy within 1s days teo the Breath Alcohol Program, DHSS,

INTQX EC/IR I¥ SN HAME OF AGENCY DATE QF 1NSPECTION
12945 St. Joscph Police 07/07/2015
LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
501 Faraon Street St. Joseph 22:02 by

CHECKLIST: Place a mark in the box By each item 1f found to De SAtisfactory or is operating within
established limits. (Write in observed values where determined). Unmarked items must be corrected
kefore using instrument,

EDIAGNOSTIC RECORD

EBLANK CHECK [ﬂcoz CHECK
E}Fc 1 TEMP mmow CHECK
msnc TEMP mFCB CHECK
EDET TEMP E{Jcnc COMP CHECK
E}B’I‘ TEMP mcac CAI, CHECK
ESTD 2 TEMP E}PRINT TEST

EETH CHECK
BREATH ANALYZRR ACCURACY STANDARDS

DSIMULATOR SOLUTION mcompmzssao ETHANCL-GAS MIXTURE
[X]STANDARD SUPPLIER INTOXIMETERS LOTE  AG509101 EXP, DATE 04/0:/2017
BSIMULATOR TEMP (34°C +0.2°C) SIMULATOR S/N SIMULATOR EXP DATE

ECALIBR}-\TION CHECK - {OMLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within +5% of the standard value
and must have a spread of .005 or less. Mark the box corresponding to the standard solution being
used, {PRINTCUT ATTACHED)
0.10% STANDARD - MUST READ BETWEEN §.095% AND 0.105% INCLUSIVE
0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 6.099 g/210L ] TEST 2 - 0.099 g/216L l TEST 3 ~ 0.099 g/210L
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REFORT:

REFUSALS  © 0-.04 10 .05-.09 0 l ,10-.14 0o l L15-.19 2 | OVER .19 0
LIST ANY WEW FARTS AND DRGSCRIBE ARY ALTRRATIOP i TICH THAT WAS FADE 70 RESTORE THE YNSTRUFENT 10 OCRRATE

SATISFACTORILY AMD WITHIN ESTABLISHED LIMITS (USE OTHER SIDE IF NECESSARY).

JULY MANT TEST

. BYROM, WAYNE
T¥Pe IT PERAIT RNUMBER IEXPTRNTION BATE TELEFHONE NOUBER
250124 06/a8/2017 { 816 ) 271-51%9

RETURN COMPLETED REPORT TQ THE:
Breath Alcohol Program, Missouri Department of Health and Senior Services,
Southeast District Office, 2875 James Blvd, Poplar Bluff, MO 63901

MO 58G-289% AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB 1453
geyvices provided on a noadiscriminatory basis



Airgas USA LLC {LAB)
3500 Bernard Street

St. Louis, Mo, 63103
Ph: {314) 533-3100
Fax: {314) 533-7328

Certificate of Analysis

Customer Name Test Date: 1-Apr-2015

Intoximeters, inc.
2081 Craig Road
St. Louis, Mo 63146

Lot # AG509101

Exp. Date Cyl. Type Component Certified Concentration
1-Apr-2017 108 Ethanol 0.100 £ 2% BrAC {272 ppm}
Nitrogen Balance

Certification Traceable to N.I.8.T. RGM Ethanol Standards:

Serlal No. Concentration Serlal No. Coincentration
EBQO10581 391.8 ppm EBOO10603 392.5 ppm
EB0010570 259.8 ppm EB0010559 258.9 ppm
EB0O010285 209.0 ppm EB0G10696 208.9 ppm
EB0010561 103.7 ppm EBG010562 104.2 ppim
EB0010681 62,22 ppm EB0010579 §2.94 ppm
Analytical Method: NECIR

Oigitatly sigred by Quality Controf

Dale: 2015.04.01 17:02:55 -05.00
Reason; Dry gas slandard cerification of analysis
Location: Ajgas USA LLC (Lab} Analyst:

Red Marsala

ISO 17025:2005 A2LA accredited. Certificate Number 2989,01
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

TYPE Ii

WAYNE BYROM

is hereby authorized to instruct and supervise operalors, irain instructors, inspecl, calibrate, periorm field service and repairs,
and oparate the loliowing breaih analyzer{s):

_DATAMASTER, INTOX EC/IR II, ALCO-SENSOR 1V W/PRINTER

for the determination of the alcoholic content of biood from a sample of expired air. Permil issued under the provisions of soctions
577.020 through 577.041, RSMo and 306.111 thvough 306.118 RSMo.
‘/\—'&C_f——u‘& —_—

CIRECTOR OF STATE PUBLIC HEALTH LABORATORY

Numser 230024 Nl U, )(C /[

Expiges 6/8/2012..

DATE 6/8/2015

DIRECTOR OF DEPARTIZENT OF 1EALTH ANO SENIOR SERVCES
[Ri R b Bo T I0S N1 1) tAR £ B33 1R

% STATE OF MISSOURI
% DEPARTMENT OF HEALTH AND SEHIOR SERVICES
)} HBREATH ALCCHGL PROGRAM

/ INSTRUMENT OPERATGR CARD

The named casdholder is anthprized to operate an evidential breath alooho!
mstrument for (68 delearinaton of the alcohoic content in breath form of euapired g2

B

Operator  BYROM, WAYNE
Date Issued 6/8/2015  Date Expires 6/8/2017

Permit No 250124




